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SUPINE Threshold 2.5V, 0.5ms _ Impedance 470 ohms

AT

LYING ON RIGHT SIDE Impedance 3000 ohms




















































TYPE | 2" DEGREE PACEMAKER EXIT BLOCK IN HYPERKALEMIA













